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Operation of transition edge sensors in a resistance locked loop 
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We propose to operate a superconducting transition edge sensor (TES) using a different type of biasing, in 
which the resistance of the TES is kept constant by means of feedback on the bias voltage and is independent 
of the incoming signal power. By combining a large negative electrothermal feedback with a load independent 
resistance, this approach can significantly linearise the response of the detector in the large signal limit. The 
electrothermal feedback is enhanced in comparison with the commonly applied voltage biasing, which further 
increases the speed of the detector. Furthermore, in frequency domain multiplexed (FDM) readout, the 
sinusoidal bias voltages for each TES can be generated cryogenically with the readout SQUIDs. 
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Superconducting transition edge sensors (TES) arc 
widely used for cryogenic thermal radiation detection in 
a large variety of wave lengths, ranging from submm 1 
to gamma ray detectors 2,3 . TES detectors exploit the 
steep resistive phase transition of superconductors at 
their transition temperature T c to translate applied op- 
tical signals into resistance changes. Both a linear re- 
sponse function and a fixed response time are very impor- 
tant for convenient operation of TES-bascd instruments. 
In order to achieve linear behaviour in the intrinsically 
nonlinear TES-based detectors, negative electrothermal 
feedback 2 ' 4 (ETF) with a high loop gain has been suc- 
cessfully applied for many years to stabilise the operat- 
ing temperature at a fixed value. This negative feedback 
is created by a combination of stiff voltage bias and the 
steep resistive transition of a TES. This way of operation 
creates a stable dynamic equilibrium between the Joule 
heating power Pj dissipated in the TES on one hand, 
and cooling to the thermal bath at temperature Xj, minus 
the applied signal power on the other hand, at a steady 
state operating temperature of Tq > Tb with Tq m T c . 
When Tb is kept constant, the feedback signal provides 
the required Joule heating power to keep the detector in 
its operating temperature. Applied optical signals to the 
detector lower the required heating power, which in turn 
is mirrored in a lower feedback signal power which forms 
the detected signal. 

In this paper we will summarise the generally unattrac- 
tive detector properties for large applied signals, which 
arc obtained when stiff voltage is used for implementation 
of strong negative ETF. We will present an alternative 
way of obtaining strong negative ETF, which provides 
virtually signal level independent detector properties in- 
stead. By stabilising the TES resistance using feedback, 
a combination of strong negative ETF and a constant 
TES resistance is obtained. This approach is specifically 
attractive in the case of sinusoidal (AC) TES bias and 



frequency domain multiplexing (FDM), as it provides a 
way to use the readout SQUIDs as TES bias generators. 

For small thermal signals referred to Pj , negative ETF 
as a result of voltage bias linearises the response to signal 
power and makes it only dependent on the bias voltage, 
and independent of the steepness of the transition for 
frequencies well below the thermal roll-off of the detector. 
Furthermore, in the limit of stiff voltage bias, the ETF 
reduces the thermal time constant of the detector from 
t = C/G to 
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where Jgfr = Pj a aj/GT with P Jo = IqRq defines the 
low-frequency loop gain under constant current of the 
electrothermal feedback, C the heat capacity of the de- 
tector, G the local derivative of the thermal conductiv- 
ity between the detector and the heat bath, and Io, Ro 
the steady state bias current and resistance of the TES, 
respectively. Furthermore, two dimensionless parameters 
ai = dlogR/d\ogT\i and /3j = <91ogi?/i91og/|T define 
the steepness of the TES transition with T, /, and R{T, I) 
the instantaneous temperature, bias current, and resis- 
tance of the TES, respectively. Note that the thermal 
time constant of the detector is directly proportional to 
the ai(R) and j3j(R) parameters, and therefore depends 
significantly on the local properties of the transition. 

In the large signal limit, i.e. when the signal power 
becomes a significant fraction of the Joule heating power 
Pj , the loaded detector under voltage bias equilibrates 
at a higher temperature and hence resistance, with usu- 
ally lower local ar(R) and f3j(R) parameters. This 
large signal behaviour under ETF with stiff voltage bias 
possesses a number of properties which arc generally 
unattractive for applications. First, the detector slows 
down significantly under large signal power loadings. In 
applications where the speed of the detector is an integral 
part of the calibration accuracy, such as in the combina- 
tion of an FTS with TES-bascd bolometers in the Safari 
instrument 1 for the SPICA mission, this effect limits the 
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overall performance of the instrument. Secondly, the sat- 
uration power of the detector depends on the set point 
under unloaded conditions, so that a compromise has to 
be made between small signal properties and saturation 
power. Thirdly, the changing TES resistance under op- 
tical loading reduces the efficiency with which the band- 
width can be used in multiplexing schemes 5 , as the con- 
sumed bandwidth scales with the TES resistance. 

These inconvenient large signal properties of TES de- 
tectors can be avoided if the resistance of the detector 
is kept constant under signal power loading, while main- 
taining a large negative ETF. This mode of operation, 
which we will refer to as the resistance locked loop (RLL), 
is illustrated in Fig. 1 where the TV-curves of TES-based 
bolometer are sketched under different optical loadings. 
Each curve is almost hyperbolic, as the width of the 
superconducting TES transition is generally very small 
with respect to the critical temperature T c . As a result, 
the Joule heating Pj which is required to keep the TES 
in the transition, is virtually independent of the operating 
point in the transition, so that Pj = IqVo = constant 
with Vq being the steady state voltage drop across the 
TES. Under optical loading the decrease in Joule heat- 
ing matches the optical power. 

The TV-curve labeled Po refers to the situation without 
optical loading, and the labels Pi and P2 refer to the 
curves under increasingly higher optical loadings. The 
dotted line shows the load line of a practical, non-stiff 
voltage bias source. The crossings between the TV-curves 
and the load line (labeled T?o, R%, and R2), indicate the 
resulting observed resistances under optical loading. As 
the resistances change significantly under optical power 
loading, the TES parameters ai{R) and (3i(R) change 
significantly, and therefore the thermal time constant of 
the detector. 

The RLL implies that a trajectory should be followed 
as indicated by the dashed line in Fig. 1, which inter- 
sects with the origin. We propose to operate the detec- 
tor following this load line, by feeding back the measured 
current to the applied bias voltage in such a way that 
the ratio between the applied voltage Vq and observed 
steady state current T , i.e. the resistance T? = Vq/Io, re- 
mains constant independent of signal power loading (i.e. 
a RLL). As the resistance is kept independent of load- 
ing, so are ai(R) and fli(R) which govern the detector 
roll-off, and the consumed bandwidth T?o/27rL, where L 
is the inductance in the bias circuit. Furthermore, the 
saturation power of the detector becomes independent of 
the bias point. 

Feedback of the measured current to the bias voltage 
has been demonstrated earlier 6 for the purpose of reduc- 
ing the thermal response time of micro-calorimeters to 
enhance their photon count rate capability. The case of 
a load line through the origin, however, was considered to 
be unstable as a result of an infinite ETF loop gain. How- 
ever, the f3](R) was not included in the model. We have 
found that when a non-zero Pi{R) parameter is taken 
into account, the scheme is stable and provides a large 
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FIG. 1. Sketch of the IV curves of a TES-based bolometer 
under different optical loadings (P2 < Pi < Po), as well as the 
load lines of the different bias sources. The dotted line shows 
the bias points under different optical loadings for practical 
non-ideal voltage bias, while the dashed line shows the bias 
points for biasing in the resistance locked loop (RLL). Under 
voltage bias the equilibrium resistance R0..2 changes under 
optical loading, whereas in RLL bias the TES resistance re- 
mains constant. 

but finite negative ETF loop gain, in combination with 
the set of attractive properties associated with a constant 
resistance. 

As the scheme requires feedback on the TES bias volt- 
age it is easily applicable in FDM, as all bias voltages are 
separated in frequency space and multiplexed like the de- 
tector signals 7 . In the case of time domain multiplexing 
(TDM), however, the RLL scheme would require a bias 
wire per pixel, as the TES bias voltages cannot be multi- 
plexed since they overlap in frequency and phase space. 

In order to understand the the behaviour of the detec- 
tor under the RLL bias conditions, we use the detector 
small signal models (assuming DC bias) which have been 
elaborated elsewhere 4 . Note that under sinusoidal (AC) 
bias the same model is applicable 8 , when substituting 
the root mean square (RMS) values of the voltages and 
currents for Vq and To, respectively, and 2L for the bias 
circuit inductance. 

In the RLL, the applied voltage to the TES by the bias 
source in the small signal limit in the time domain can 
be described as 

Vq 

The resulting small signal Thevenin equivalent of this 
bias source consists of an ideal voltage source Vq = I0R0, 
with a negative resistance —Rq in series. 

Such a bias source cannot be constructed from passive 
components, but can be created actively using feedback. 
As a result, inevitable propagation delay which is present 
in the feedback circuit imposes a bandwidth limitation 
on the feedback signal which explicitly needs to be taken 
into account to obey stability conditions. Taking these 
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factors into account, we obtain 



V(s) = V S(s = 0) 



—Rq 

1 + ST d 



1(a) 



(2) 



as transfer function for the bias source in the frequency 
domain, with — R the internal negative resistance of the 
bias source, s = ju, and STd representing the dominant 
pole in the RLL feedback circuit. 

We now can include the behaviour of the RLL by sub- 
stitution of eq. (2) in the standard small signal model in 
the frequency domain, obtaining 



vl + vj 
(s) + P ph - IqVj 

Ro 



Z L + Ro(l + Pi) 



V 



■Vo(Pi + 2) 



G(l - J?i + st ) J 



(AI(s) 
[at(s) 



In these equations Zl = Rl + sL is the impedance of the 
TES bias circuit consisting of a load resistor Rl and an 
inductor L. Furthermore, P op t(s) is the absorbed optical 
signal power, P p h — y/ '^ykT 2 G the phonon noise spectral 
density of the thermal link G with < 7 < 1 a geometry 
dependent factor 9 , and Vl and vj are the Johnson noise 
spectral densities of the load resistor Rl, and the TES 
steady state resistance Ro, respectively. 

This set of equations can be solved rigorously for AJ(s) 
both analytically and numerically. However, doing so will 
not give more insight than the derivation shown below, 
which involves a few simplifying, but realistic, assump- 
tions. 

As under most operating conditions the gain- 
bandwidth-product (l/2nTd) of the RLL can be much 
higher than the electrical bandwidth (« Rq(1 + Pi)/2irL) 
of the detector, we can approximate the RLL transfer 
function by 



Ro 



1 



Rq(1 - ST d ). 



(3) 



To ensure electrothermal stability the electrical circuit is 
often dimensioned to be much faster than the thermal 
circuit (i.e. r off > L/(R (1 + /3/)) > r d ). We therefore 
omit the pole resulting from the electrical circuit to sim- 
plify the interpretation of the expressions. Under these 
assumptions, expressions are obtained for the current 
spectral densities which are very similar to the standard 
voltage bias case. For the responsivity AI t h(s)/ AP(s), 
with AP(s) the frequency dependent power input to the 
detector, we find 



AI th (s) _ 1 Jgfj 



1 



AP{s) 2V + l 1 + st' c 
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with 
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FIG. 2. Schematic diagram of an implementation of the RLL. 
A voltage V(t) = I(t)Ro is created proportional to the mea- 
sured current I(t), when R si} ARlC c / R X C = Ro (in the limit 
of large voltage division ratios and Rl -C -Ro). The solid lines 
show an implementation at cryogenic temperature, and the 
dotted line shows a feedback loop through room temperature 
electronics. 



and r eS = Tb/(1 + -£/)• The TES Johnson noise spectral 
density contributes 



AIj(s) 



Vj 



1 



1 + ST 
PiRq ' 1 + J2J ' 1 + ST e ' 



to the observed current spectral density, and the load 
resistor Johnson noise produces 



AIl(s) 



V L 1 — JSfj 1 + STI 



P1R0 1 + l + ST e 



with 77 = r /(l - if/). 

Note that the expressions for the responsivity, the TES 
Johnson noise, the load resistor noise, and the impedance 
can be obtained by substitution of Pi — > (Pi — 2)/2 and 
Vo — > 2Vb in the well known voltage biased expressions. 

A number of different properties are obtained with re- 
spect to the stiff voltage bias operation. First, the ef- 
fective fall time of the detector decreases by a factor 
2 + 2/ pi in the limit of Jzff 3> 1, which is attractive 
for bolometers 1 . Secondly, the responsivity in the cur- 
rent domain diminishes with a factor of 2, as the other 
half the signal power screening is observable in the volt- 
age domain. Note that as in any feedback scheme, the 
signal-to-noise ratio does not change in the RLL. As a 
result of that, the fundamental NEP in bolometers or 
energy resolution of TES-based micro-calorimeters does 
not change in the RLL operation. 

DC and AC voltage biased cryogenic TES detectors 
are commonly readout with SQUID trans impedance am- 
plifiers with the linear fraction of their trans resistance 
equal to R sq = V sq /I. Their voltage bias sources gener- 
ally consist of a voltage source at room temperature in 
series with a voltage divider with a large division ratio 
for noise reasons. 

Fig. 2 shows two possible implementations of the RLL 
in an AC biased TES detector (Ro). The bias voltage di- 
vider consists of a resistive divider Rl/(R x + Rl) in com- 
bination with a capacitive voltage divider C C /(C + C c ). 
The capacitors C and C c in combination with induc- 
tors L and Lj n tune the bias frequency of the circuit 

tO LJ = l/y/(L + L in )(C + C c ). 
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The RLL is created by feeding back the output volt- 
age of the SQUID amplifier V sq through the bias voltage 
divider, in such a way that the ratio between the net 
applied TES bias voltage and the TES bias current / be- 
comes equal to the required TES bias resistance value 
Ro, i.e. when R sq ARhC c l R X C = Rq (in the limit of 
large voltage division ratios and Rl <C Ro)- The output 
voltage of the SQUID amplifier V sq is either fed back di- 
rectly at cryogenic temperatures (solid line, A = 1), or 
at room temperature (dotted line, A > 1). 

Note that in case of DC biased TES detectors, the off- 
set voltage of the SQUID resulting from its bias current 
cannot be blocked by a capacitor, but needs to be can- 
celled actively by a compensation network. 

The nonlinear fraction of the transfer function of the 
SQUID will create harmonics, of which the amplitude de- 
pends on the net flux excursion at the SQUID. Lineari- 
sation techniques 10 can be used to minimise these effects 
to the required levels for the application. 

We identify another interesting property of the AC ver- 
sion of the RLL biasing scheme. The loop gain in the 
RLL equals 

Ro 1 = _j 

1 + sr d sL + 1/sC + Z tes 

when u = 1/y/LC, the TES impedance 4 Z tes ~ — Rq, 
and ujTd <C 1, i.e. when the denominator is real. This 
implies that the circuit obeys the Barkhausen criterion 
for oscillators, which implies that the oscillation is self 
sustaining. The circuit behaves as an oscillator modu- 
lated by absorbed optical power, of which the frequency 
is set by the LC filter resonance frequency, and the am- 
plitude by the bias current which is required to keep the 
TES at its bias resistance Rq under the applied signal 
loading conditions. The electrothermal feedback in the 
TES stabilises the amplitude in the same way as the in- 
candescent lamp does in a filament stabilised Wien bridge 
oscillator 11 . 

As a result, no external bias source is necessary to 
keep the TES detector in its operating point, as the bias 
power is provided by the SQUID amplifier. When mul- 
tiple resonating TES bias circuits are connected to the 
same SQUID as in frequency domain multiplexed (FDM) 
TES readout 7 , the SQUID will provide bias power to 
all TES bias circuits independently. The multiplex- 
ing factors which can be achieved with this scheme are 
expected to be considerable. For example, in case of 
an array of bolometers with Pj a = 10 fW and T c = 
100 mK, we expect that a multiplexing factor of TV w 100 
can be achieved with a SQUID with a flux noise of 
O.25/i0o/vTIz, based on dynamic range considerations. 



The maximum stable resonance frequency of a self-biased 
(AC) TES circuit is limited by the propagation delay in 
the feedback circuit to lotj, ^0.1. 

The dynamic range requirements for the SQUID de- 
crease in the RLL, as the SQUID amplifier is in the for- 
ward path of a closed feedback circuit. The flux noise of 
the SQUID acts upon the circuit in the same way as the 
load resistor noise vl , and is therefore suppressed by elec- 
trothermal feedback. As a result, the effective flux noise 
as observed at the SQUID output will be decreased by 
a factor + /3j). Consequently, for operating points 

close to the normal state, where the value of /3j commonly 
is considerably smaller than one, the required SQUID dy- 
namic range relaxes with a factor of 0.5 + 1/2/3/. Note 
that this effect has not been included in the estimations 
for the multiplexing factor mentioned above. 

In summary, we have shown that when a TES-bascd 
detector is biased in a resistance locked loop, it oper- 
ates stable and with an enhanced ETF loop gain, speed, 
and improved linearity for large signals. The fixed oper- 
ating resistance offers important improvements over the 
standard operating conditions in the voltage bias, specif- 
ically in the large signal limit and in multiplexing. Fur- 
thermore, the TES bias power can be provided directly 
by the SQUID amplifier, instead of from sources at room 
temperatures. This significantly simplifies the implemen- 
tation of frequency domain multiplexing. Finally, the 
SQUID dynamic range requirements decrease for small 
values of /?/ , as the SQUID is in the forward path of the 
feedback circuit. Practical demonstration of the operat- 
ing mode is ongoing. 
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